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INSTRUMENTATION CONNECTORS DIVISION

RETURN FROM COMPONENT

PARKER HANNIFIN CORP.

P.0. BOX 400004-1504
HUNTSVILLE, AL 35815-1504
TEL: 1-205-881-2040
FAX: 12058815730

172 DRAIN

REF. SOURCE

VIATRAN CORP.
300 INDUSTRIAL DRIVE
GRAND ISLAND. NY 14072

TEL: 1-716-773-1700

D LAMBDA SQUARE, INC.

516 PINE AIR DRIVE
P.0. BOX 685-P
BAY SHORE, NY. 11706

TEL: 1-516-587-1000
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SECTION A - A

WALL

23 #4-4-4RBZ 1/4" TUBE - 1/4" MPT MALE RUN TEE SST
D 22 | #00383.002 TRANSMITTER MOUTING BRACKET STEEL

21 | #8-8EBZ-SS-C 112" UNION ELBOW ssT

20 14" X049 WALL TUBING ssT

19 | #42-B6LEPR-BP 14" BALL VALVE

18 | #4-6CBZ-SSC 3/8" MPT - 114" TUBE MALE ELBOW ssT

17 | #84DBZSS-C 112" TUBE - /4" FPT FEMALE ELBOW ssT

16 | 4Z4M-CAL-1EPR-SSC 1/4" CHECK VALVE

15 | #6-4RB-SS 38 MPT - 114" FPT REDUCER ssT

14 | #8.8-6082-S5-C 1/2" FEMALE BRANCH TEE ssT

13 | #24cBZ-SS-C 114" MPT - 18" TUBE MALE CONNECTOR ssT
D 12 | #3745CK5AX990 TRANSMITTER (0 - 50" H20)

11 1/8" 0.D. X .049 WALL TUBING SST

10 | #2-4FBZ-55.C 1/4" MPT- /8" TUBE MALE CONNECTOR ssT

V

#5300 50" H20 @ 2gpm ORIPAC FLOWMETER & FLANGE

8 | #8-8FBZ-SS-C 1/2'MPT - 1/2" TUBE MALE CONNECTOR ssT
7 | #301002 1/2" 0.0. X .035" WALL TUBING 316L SST
6 | #8ZPVBKEPR-SS-C| RISING STEM PLUG VALVE (THROTTLE VALVE)
5 | #12'R66666TESE-LD-OBALL VALVE W/ LOCKING DEVICE (SHUT OFF VALVE)

4 | 812FBZSSC 3/4"MPT - 1/2" TUBE MALE CONNECTOR ssT

3 | #B5 15/8 X 15/8 X 16" LG. UNISTRUT STEEL
2 | BVT0S0 1/2" VIBRATION CLAMP

1 | #8-8HBZ:SSC 1/2" UNION ssT

Q6500000-00

sl
ampal MUSCIA 5/30197D. Shu 612197
BEAMLINE DIW CIRCUIT
NS 12197 T.M. K
J.COLLINS | 6/2/97/ TM. Kuzay 612197 WITHNO FILTRATION. NO
COLLINSIMUSCIAS/30/97 DIFFERENTIAL PRESSURE
MEASUREMENT AND DUAL
J.COLLINS __| 6/2/97 /4" LINES
HALF

SEE PARTS LIST 11 |E | Q6-500000-00
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